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Miniature fiber-optic refractometer for measurement of saUnity in doub~e­
diffusive thermohaline systems 
T. L. Bergman,a) F. P. incropera,a) and W. H. Stevensonb ) 
School of Mechanical Engineering, Purdue University. West Lafayette, Indiana 47907 
(Received 7 September 1984; accepted for publication 9 October 1984) 
Information on salinity and temperature distributions is important in the study of thermohaline 
systems. In order to overcome difficulties associated with existing measurement methods, a 
miniature fiber-optic probe has been developed. The probe, which is capable of local quasisteady 
and fluctuating salinity and temperature measurements, is easily constructed, calibrated, and 
utilized. Probe measurements compare favorably with results obtained using a slant-wire 
shadowgraph technique and clearly show local phenomena in double-diffusive thermohaline 
systems. 
INTRODUCTION 
Recent interest in double-diffusive convection processes oc-
curring in geophysical and engineering thermohaline sys-
tems, such as the ocean 1 and the salt-gradient solar pond,2 
has prompted the development ofinstrumentation for simul-
taneously measuring local salinity and temperature. To date, 
emphasis has been placed on the development of electrocon-
ductivity probes,3 although optical methods, such as Mach-
Zehnder interferometry,4 have also been considered. Unfor-
tunately, such methods are characterized by many difficul-
ties. 
Electrode erosion and/or corrosion is a major problem 
associated with electroconductivity probes in the salty envi-
ronment of thermohaline systems. Due to changing elec-
trode surface conditions, probe output is subject to consider-
able drift and periodic recalibration, often in situ, is 
required.5•6 Calibration is complicated by the highly nonlin-
ear dependence of conductivity on salinity,7 which causes 
probe sensitivity to be strongly influenced by the salinity of 
the sampled solution. Recalibration difficulties due to corro-
sion/erosion of the probe surface may be minimized by using 
larger probes, but only at the expense of decreased spatial 
resolution and, in some cases, increased time response. H 
Stray currents between the electroconductivity probe and 
the surrounding test cell or "cross talk" between multiple 
probes9 may also result in spurious output. Finally, the need 
to use precious metals, such as platinumJ·5.6.8.9 for probe 
components can result in a high cost of construction. 
Since the refractive index of a salt solution depends on 
salinity and temperature, optical techniques such as Mach-
Zehnder interferometery have been used to measure salinity 
in thermohaline systems.4 However, such techniques are li-
mited by the ability to resolve the closely spaced fringes asso-
ciated with large refractive index gradients,4 by the need to 
spatially average along the test beam, 10 and by refraction 
errors associated with beam deflection in large refractive in-
dex gradients. 11 Also, due to spatial averaging, the method 
may not be used in convectively mixed fluid regions, which 
are not characterized by weB-defined fringe patterns. 
Despite limitations associated with spatially averaging 
optical techniques such as Mach-Zehnder interferometry, 
the fact that the index of refraction varies with the salinity 
and temperature of a thermohaline system suggests that 
measurement of the local refractive index and temperature 
may be used to accurately infer the local salinity. For exam-
ple, the refractive index of a thermohaline system may be 
determined by measuring the angle of deflection of a laser 
beam as it traverses a glass-thermohaline solution interface 
and subsequently employing Snell's law. This concept has 
been used in the design of a submersible point refractometer 
for oceanic measurements. 12 However, the large size of the 
instrument (::::: 1.0 m long by 0.1 m in diameter) precludes its 
use for laboratory experimentation. 
While the angle of the refracted beam at an interface 
between glass and a thermohaline solution depends on the 
ratio of refractive indices ng/n" the amount of light trans-
mitted through the interface also varies with ng/ns as de-
scribed by the Fresnel equations. 13 For an internal reflection 
(ng/ns > 1) and a constant angle of incidence, the amount of 
light transmitted through the interface increases (or de-
creases) as ng/n, decreases (or increases). Hence, measure-
ment of the amount of transmitted or reflected light may be 
used to determine n g / n s • 
Miniaturization of a probe designed to detect changes 
in the amount of light transmitted through a glass-water 
interface has been accomplished by utilizing optical fiber 
with aU-shaped microbend as the refracting surface. 14 The 
experimental apparatus consisted of a light source, fiber-op-
tic probe. and detection device shown schematically in Fig. 
1. Losses from the fiber to the surrounding fluid vary with 
the refractive index of fluid adjoining the U bend, leading to 
a variation in the energy input to, and hence the output sig-
nal from, the detection device. The probe was not used to 
monitor continuous variations in the refractive index of the 
fluid; rather it was utilized in a binary (on-otf) fashion to 
detect the presence of vapor bubbles in a two-phase system. 
Subsequent investigation of this miniature fiber-optic refrac-
tometer concept 15 has, however. suggested that it may have 
sufficient sensitivity to be calibrated and used to detect small 
variations in the fluid refractive index. Hence, in view of the 
many difficulties associated with using electroconductivity 
probes, the purpose of this study was to construct and cali-
brate a miniature fiber-optic refractometer and to demon-
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FIG. I. Miniature fiber-optic refractometer (Ref. 14). 
strate its applicability to point temperature and salinity mea-
surements in a thermohaline system. 
I. PROBE DESIGN 
The refractive index of thermohaline solutions depends 
on both temperature and salinity. As such, to determine the 
salinity, a local temperature measurement must be per-
formed in conjuction with measurement of the local refrac-
tive index. Knowing the local temperature and salinity, oth-
er thermophysical properties such as the local density may 
be determined from accepted polynomial fits of existing data 
for thermohaline systems. 16 
The bent fiber-optic refractometer concept was used in 
this study. A O.4-mm-diam fiber, consisting of a O.372-mm-
diam polystyrene core with 0.014-mm-thick methyl metha-
crylate cladding and rubber coating, was inserted in a 3-mm-
diam stainless-steel support tube as shown in Fig. 2. The 
cladding and coating were selectively removed from the U 
bend by lightly sanding a fiat surface on the fiber optic, al-
lowing intimate contact between the polystyrene core and 
the thermohaline solution. The thermocouple bead (3 mil. 
copper constantan) was positioned in the x. y plane approxi-
mately 1 mm from the optical fiber. The thermocouple leads 
were also inserted in the stainIess-steel tubing and the entire 
probe tip assembly was sealed with epoxy (3M. Scotch-Weld 
Structural Adhesive). A photograph of the probe tip is pro-
vided in Fig. 3. 
Although further probe miniaturization may be effect-
ed by mounting the optical fiber in a small.er diameter sup-
port tube. the reduced radius of the U bend would substan-









FIG. 2. Schematic of the fiber-optic refract.ometer probe tip. 
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FIG. 3. Photograph ofthe fiber-optic refractometer probe tip (scale in centi· 
meters). 
decreasing the output signal level. As such, selection of the 
support tube diameter is a trial-and-error procedure to 
achieve a suitable trade-off between probe miniaturization 
and signal quality. The optimum U-bend radius, and thus 
support tube diameter, depends on the fiber material and the 
desired spatial resolution. 
A schematic of the complete electrical-optical system is 
shown in Fig. 4. Illumination of the fiber optic is provided by 
a 5-mW helium-neon laser. The attenuated output of the 
fiber-optic probe, which is mounted on a vertical transvers-
ing device. is converted to a current signal by a United De-
tector Technology PIN-IOOF photodiode. The output of the 
photodiode is subsequently sent to an I IV transformer 
(Keithly 18 000-20) whose filtered voltage output is moni-
tored by a Hewlett-Packard 3054A data-acquisition system. 
The location of the probe tip, which is obtained with a preci-
sion linear potentiometer attached to the traversing mecha-
nism, and the temperature are also monitored with the data-
acquisition system. 
fl. PROBE CALiBRATiON 
Light transmission through the core of an optical fiber 
in the vicinity of a microbend (small U bend) depends on the 
ratio of the refractive indices of cladding and core. By selec-
tively removing the cladding from the bend, thermohaline 
solution is brought into contact with the core. Hence, varia-
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FIG. 4. Schematic of experimental apparatus. 
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FIG. 5. Calibration of the fiber-optic refractometer. 
alter the amount oflight transmitted through the microbend 
and detected by the photodiode. Thus, the output voltage of 
the I / V transformer may be calibrated as a function of the 
ratio of the fiber-optic refractive index to the solution refrac-
tive index Y}f/Y}s. Calibration data were obtained and the 
results are shown in Fig. 5. Since the refractive index of a 
thermohaline solution varies with both temperature and sa-
linity, the ratio nf/n, may be varied by changing either pa-
rameter in a saltwater sample. The open data symbols of Fig. 
5 correspond to calibrations performed at room temperature 
(23°C) with samples of various salinity (0%-15%), as deter-
mined by a weight analysis. Solid data symbols were ob-
tained by heating various constant salinity samples to ap-
proximately 33°C. In this case consideration must be given 
to the fact that the refractive index of the polystyrene fiber 
also varies with temperature. The temperature dependence 
of n, is obtained from polynomia:i curve fits developed for 
thermohaline solutions, 10 while the temperature dependence 
of nf is calculated from 17 
nf = 1.60-1.65xlO-
4 (T-20), (1) 
where T is the sample temperature ("C). 
The miniature fiber-optic refractometer was calibrated 
four times, and, as shown in Fig. 5, only a slight shift oc-
curred over a 2-month interval. The shift may be due to 
slight changes in the geometry of the U bend, as the first two 
calibrations were performed shortly after probe construc-
tion. Note that increased probe sensitivity resulted from the 
calibration shift. 
Due to alignment variations of the optical equipment, 
the position of the laser was adjusted prior to each calibra-
tion with the probe submersed in pure water at 23°C until the 
output signal was 0.60 V. Since polystyrene slowly absorbs 
water, 1M the probe was stored in fresh water between calibra-
tion, in order to avoid transient absorption-induced calibra-
tion error. In addition, it was necessary to allow the elec-
trooptical system to reach steady-state thermal conditions 
(~6h) before each calibration could be performed. 
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The calibration curves are nearly linear throughout the 
entire range of salinities (0%-15%) and temperatures (23°_ 
33°C), which suggests that probe sensitivity is nearly inde-
pendent of temperature and salinity. Also, the output vol-
tage is much more sensitive to salinity variations than to 
temperature variations 
(~Il)dms> >(aVlms)dT, am, aT (2) 
where dms and dT are the salinity and temperature ranges 
normally encountered, suggesting that extremely accurate 
measurement of the local temperature is not essential for 
systems characterized by large salinity variations. 
Since the output signal of the fiber-optic refractometer 
is a dc voltage, fluctuating salinity, as well as temperature 
measurements may be made. Evaluation of the time constant 
of the fiber-optic device is limited by the relatively slow re-
sponse of the associated electronics and was estimated to be 
less than 1 ms by recording the output signal on a storage 
oscilloscope while transferring the probe from air to a water 
solution. The thermocouple time constant was similarly de-
termined and its much larger value (70 ms) is due to the 
thermal capacitance ofthe epoxy coating, which was applied 
to the thermocouple bead for corrosion protection. Both 
time constants could be reduced if necessary by appropriate 
design changes. 
Neglecting any influence of the solution refractive in-
dex on net light loss from the core into the methyl methacry-
late cladding, the spatial resolution of the probe corresponds 
to the volume occupied by the sanded portion of the probe 
tip; or approximately 1.0 X 0.1 X 0.0 mm in the x, y, and z 
directions, respectively. Application of an opaque material 
such as an epoxy to the clad portion of the optical fiber, may 
easily be performed in order to ensure isolation of the fiber 
from the thermohaline solution and hence a vertical spatial 
resolution of zero. 
m. UT!LlZATION Of THE FIBER-OPTiC PROBE IN 
DOUBLE-DIFFUSIVE THERMOHAUNE 
EXPERIMENT ATION 
To test the fiber-optic probe. an experiment was per-
formed in which a salt-stratified solution was first estab-
lished and then destabilized by an applied bottom heat flux. 
Experimentation was performed in a test cell with a square 
base (305 X 305 X 200 mm) and 25-mm-thick acrylic side 
walls. The base consisted of an electronic patch heater sand-
wiched between a 1.6-mm copper plate, which served as the 
bottom of the test cell, and a 25-mm sheet of styrofoam. The 
walls of the test cell were insulated with 50-mm styrofoam 
sheets. The fiber-optic probe was attached to a vertical tra-
versing mechanism which was mounted above the test cell 
and was used to collect data at 5-s intervals while traversing 
the solution at a speed of 0.76 mm/s. A laser illuminated 
shadow graph was also used to monitor conditions within the 
thermohaline solution. 
Three phases of experimentation were considered and 
included: (i) use of the fiber-optic refractometer to monitor 
salt diffusion in an isothermal, salt-stratified solution. (ii) use 
of the probe to measure salinity and temperature profiles in a 
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FIG. 6. Transient salinity profiles in an isothermal system as measured by 
the fiber-optic refractometer. 
salt-stratified solution heated from below, and (iii) use of the 
probe to measure fluctuating temperatures and salinities in a 
heated solution. 
In the first experimental phase, the test cell was fined to 
a height of 140 mm with two 70-mm-deep layers of uniform 
salinity (0% and 14.5%). The top of the test cell was covered 
with an acrylic panel to minimize evaporative heat loss from 
the air-water interface and the solution was allowed to dif-
fuse for 26 h. The diffusion process was monitored by tra-
versing the fiber-optic probe and representative results are 
shown in Fig. 6. 
The salinity distribution, which is approximately a step 
function at t = 0 h (some mixing of the two fluid layers oc-
curs during the filling process accounting for variations in 
the profile near 2 = 70 mm), assumes the form of a smooth 
profile with increasing time to t = 20 h. Diffusion effects 
propagate upward and downward from 2 = 70 mm, while 
the average salinity gradient at 2 = 70 mm decreases with 
time. 
Characteristics of the diffusing salinity distributions 
shown in Fig. 6 are also revealed by the shadow graphs of Fig. 
7. When a slanted wire is placed in the shadowgraph beam in 
front of the test cell prior to filling, its shadow propagates 
directly to a screen placed against the opposite test cell wall 
[t < 0 h, Fig. 7(a)]. After the two fluid layers are introduced, 
however, the shadow of the slanted wire is deflected down-
ward by the large salinity (and, hence, refractive index) gra-
dient centered at 2 = 70 mm [t = 0 h, Fig. 7(b)]. Deviation 
of the deflected shadow from the location of the wire (2 = 57 
and 78 mm) indicates the extent of vertical propagation from 
the interface at 2 = 70 mm due to mixing effects. 19 At t = 12 
h [Fig. 7(c)], the salinity gradient at 2 = 70 mm has been 
considerably reduced while the salinity profile has propagat-
ed to 2 = 38 and 100 mm. Extension of the salinity profile to 
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FIG. 7. Shadowgraphs of the transient conditions of Fig. 6 for (al t < 0 h. 
(bl = 0 h. (Cll = 12 h. (d) t = 20 h. 
these limits is in good agreement with the measured profile 
of Fig. 6. At t = 20 h [Fig. 7(d)], the salinity gradient has 
been further reduced and the height ofthe diffusion zone has 
exceeded the view of the shadowgraph. 
To test the effectiveness of the probe in measuring salin-
ities and temperatures under double-diffusive conditions, 
the salt-stratified isothermal solution at t = 26 h (Fig. 8) was 
destabilized by an applied bottom heat flux of 500 W 1m2• In 
such systems, convection is confined to a mixed layer which 
is characterized by uniform salinity and temperature distri-
butions and is adjacent to the heating surface. The mixed 
ms'(%) 
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FIG. 8. Measured salinity and temperature profiles at t = 26 h. 
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FIG. 9. Measured salinity and temperature profiles at I = 31 h. 
layer grows slowly at the expense of overlying stable fluid, 
while acting as a heat source for the remainder of the system. 
The final temperature and salinity profiles (t = 31 h) are 
shown in Fig. 9. A mixed layer of height (j = 42 mm is clearly 
denoted by the existence of uniform salinity and temperature 
profiles below this location. In addition, there is evidence of 
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FIG. 10. Measured fluctuating salinity and temperature histories. 
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stable region to the top layer and heat losses from the air-
water interface. The entrainment of stable fluid into the top 
mixed layer has caused the salinity at the air-water interface 
to increase above its initial value of zero. It should be noted 
that expressions for n~6 have been extrapolated for situations 
where T> 40 0c. 
The results of Figs. &-9 demonstrate that the miniature 
fiber-optic probe can be used to measure quasisteady salini-
ties in isothermal systems and both salinities and tempera-
tures in a double diffusive, thermohaline system. 
In the third phase of the experimentation, the probe was 
used to measure fluctuating salinities and temperatures. 
Since both salinity and temperature increase with depth in 
the stable fluid region of Fig. 9, any system disturbance 
which initiates gravity waves will result in temperature and 
salinity fluctuations at any location in the stable fluid. Fur-
thermore, the gravity wave-induced fluctuations will be po-
sitively correlated, since any parcel of fluid possessing a 
higher (or lower) temperature will also be characterized by a 
larger (or smaller) salt content. 
Figure 10 shows fluctuating temperature and salinity 
histories induced by tilting the test cell and measured by the 
fiber-optic probe. The probe was positioned at z = 70 mm in 
the stable region of Fig. 9. Data were sampled at 1-s intervals 
as the test cell was tilted at tz200 and 550 s. As is evident, 
large spikes in the temperature history coincide with similar 
perturbations in the salinity record. A double correlation 
coefficient may be defined as 
(3) 
where Ll Tand Llms are temperature and salinity fluctuations 
LlT= T- T, (4a) 
(4b) 
and the overbars denote average temperature or salinity 
(5a) 
(Sb) 
for a total of N sample measurements. The value of L for the 
data of Fig. lOis 0.923, which deviates slightly from the ideal 
value of L = 1.0 corresponding to an exact correlation of the 
two fluctuations. This deviation from the ideal value may be 
due to different diffusion rates for salt and heat and to differ-
ent time constants associated with the fiber-optic probe and 
the thermocouple. Nevertheless, the good agreement 
between measured and ideal values of L suggests that the 
miniature fiber-optic refractometer is wen suited for moni-
toring temperature and salinity fluctuations in thermohaline 
systems. 
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